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A nondestructive niagiiotic* met hud has l)eeii de\'('k)})ed for the measurement of the 
thickness of glass electrode bulbs. It involves the use of the Brenner Magne-(Jage as the 
measuring instrument and carbonyl iron powder as the backing material. P^ach of t h(; four 
glas>ses investigated was found to have a characteristic ''departure thickness," ranging from 
54 to 130 microns. A glass electrode whose minimum thickness was equal to or less than 
this departure thickness was found to give the full 59 millivolts per pH unit electrode response. 
Bulbs of increasingly greater thickness showed increasing departures from this theoretical 
response. The departure thicknesses of the glasses investigated were foiuid to be a function 
of their hygroscopicities. 



1. Introduction 

The effect of the thickness of the meiiibiaiie of a 
glass electrode on its electrode function is of interest 
in connection with a continiiino- study of the glass 
electrode [10, 12, 13, 16].^ Kratz [18] mack^ the state- 
ment that the theoretical variation of potential with 
pH can be obtained only with thin-walled membranes. 
Kahler and DeEds [17J foimd that there was roughly 
a linear relationslii]) between the '^average electiical 
thickness" of an electrode^ and the difler(^nce, in milli- 
volts per pH tmit, between its electrode response and 
that of a hy(b'og(Mi el:u*tro(h\ This differeiu'e ap- 
proached zero as tbe metnbrane thickness ap])roach(H] 
zero. Dole [7], however, quotes von Steiger [20] to 
the effect that glass electrode potential is completely 
independent of tlie thickness of the glass. The pres- 
ent study has bcM^n made in order to clarify the 
matter. 

Maclnnes and Dole [19] (h^ttMinined the thickness 
of their thin membranes by weigliing a measured area 
of uniform thickness, this imiformity being dc^ter- 
mined by tlu^ use of interference coloj-s. Knowing 
the glass density, tlu^y calcidated tluur films to be 
about Iju thick. Von Steiger [20] measured the thick- 
ness of his Cremer-Haber electrodes [5, 9] by bj'inging 
a glowing gkass rod up to a selected (listaru'e from the 
glass surfa('(\ By observing the rc^fiection against a 
black backgromid, he observed interference fringes 
and then cakndated thicknesses. Yoshimiu^a [22], in 
his study of the effect of thickness on asymmetry 
potential, assumed the thicknesses of his electrodes 
were in the order of their electrical resistances and 
had no direct knowledge of the thicknesses involved. 
Kahler and DeEds [17] measured the thicknesses of 
their electrodes by using a microscope with a cali- 
brated fine focus adjustment to focus on the two 
surfaces of the membrane. The difference in setting, 
corrected for the refractive index of the glass, gave 
the thickness. 

For the purpose of this study, a nondestructive, 
magnetic method for the measurement of the glass 
membrane thickness has been developed. It involves 
the use of the Magne-Gage ^ [1], developed by 
Brenner [2, 3], for the measurement of electroplated 
coatings on metals, and is also used for measure- 

i Figures in brackets indicate the literature references at the end of this paper. 
2 Manufactured by the American Instrument Co., Silver Spring, Md. 



ments on paint, porcelain enamel, plastic, and other 
films or coatings that are or can be backed by iron 
or steel plates. 

Th(^ adaptation mack' by us is the use of carbonyl 
u'on j)()wder as the f)acking material and the use of a 
coiresponcbng direct calibration procedure. 

2. Experimental Work 
2.1. Method of Measuring Thickness 

The operation of the Magne-Gagc^ is })as(Ml on the 
(U'crease in magiu^tic attraction i-esiilting from the 
interposition of a nonmagnetic mat(M-ial l)etween a 
magnet and a magnetic matei'ial. Th(^ apparatus, 
shown in figure 1 , consists of a levcM' arm that is 
connected to a coikul spring, which is in turn con- 
nected to a dial and knob. Suspended from the end 
of the lever arm is one of several niterchangc^able 
permanent bar magnets of different weights and pole 
strc^ngtlis. Two of the magnets available have been 
found to cover the I'ange of thicknesses of int(M(^st in 
this study. 

In use, the steel-hacked specimen is placed in ])osi- 
tion under the magnet, and the knob is I'otated 
counterclockwise until th(^ presser arm, which is slip- 
mounted on the asscunbly, brings the roundcnl tip of 
the magnet into contact with the surface of the speci- 
men. The counterclockwise rotation is continued 
until the built-in stop is reached, or imtil a trial or 
previous experience indicates that the tension on the 
spring has been released sufficiently so tliat the 
magnet will remain in contact with the specimen 
when the knob is rotated clockwise, taking the pi'esser 
arm off the lever arm and magnet. The knob is then 
rotated clockwise, increasing the tension on the 
spring until the force is sufficient to pull the magnet 
away from the specimen surface. The dial reading 
at this point is a function of the thickness of the 
nonmagnetic material. When the instrument is 
properly calibrated with material of known thick- 
ness, the dial reading can be converted to a thickness 
reading. 

A Cremer-Haber type glass electrode is typically a 
thin glass bulb about 10 to 20 mm in diameter blown 
on one end of a glass tube a few millimeters in diam- 
eter. Since it is impossible to use a steel plate as a 
backing material, for a thickness measurement on an 
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Figure 1. Aminco-Brenner Magne-Gage. 

An instrument for the measurement of film tiiicl^ness. 

object of this shape, carbonyl iron powder is used 
instead. The powder is placed in the clean, dry elec- 
trode by a standard procedure, and its open end is 
stoppered. After adjusting the magnet to the ap- 
propriate height by means of the rack and pinion, the 
bulb is placed in contact with the plastic guard 
around the magnet, and the measurement is made. 
Contact with the guard serves to steady the specimen 
during measurement, and, if maintained during mul- 
tiple measurements made to obtain a precise value 
for the dial reading, will insure that the readings are 
being made on the same spot. This is important, as 
all such glass bulbs are quite nonuniform in thickness. 
One additional precaution must be observed in han- 
dling the instrument when making measurements on 
powder-backed, thin membranes. It is easv for the 
magnet tip to dent soft or thin metal or to puncture 
a thin glass membrane unless contact is made gently 
and no pressure is exerted on the specimen by further 
counterclockwise rotation of the instrument knob. 
But in the usual case, the spring tension must be de- 
creased to insure that the magnet will remain in con- 
tact with the specimen when the presser arm is lifted. 
This is accomplished before contact is made and 
without removing the specimen from contact with 
the guard, by rotating the knob counterclockwise, 
while using the thumb to prevent the presser arm 
from also rotating. 

When used for the measurement of steel -backed 
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Figure 2. Calibration curve showing scale reading as a function 
of thickness for magnet 2 of the Magne-Gage. 

Carbonyl iron powder L (20 n average particle size), vibration-packed to 
equilibrium, used as backing material. 

films or coatings, the Magne-Gage is calibrated 
against thickness standards supplied by the manu- 
facturer. These standards are squares of steel elec- 
troplated with known thicknesses of a nonmagnetic 
metal. The resulting calibration curves are useless 
for interpreting dial readings obtained with powder- 
backed samples. We use instead thickness standards 
made by cementing aluminium or platinum foils of 
known and uniform thickness ^ over the open ends 
of glass tubes of about 9-mm diameter. These simu- 
lated electrodes are filled with carbonyl iron and 
measured in the same manner as the electrodes. The 
calibration curves resulting for magnets 2 and 3 are 
shown in figures 2 and 3. 

In his work on the thickness of electroplated met- 
als, Brenner [2, 3] found that the geometry of the 
specimen may have an appreciable effect on the scale 
reading obtained. In order to prove that no serious 
errors are introduced by the difference in shape be- 
tween the Cremer-Haber electrode and the straight- 
tube standards, the following experiment was per- 
formed. A thick-walled bulb 15.5 mm in outside 



3 Foil-thickness measurements made by A. G, Strang. 
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Table 1. Magne-Gage scale reading as affected by vibration 
tiine and partial size 
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Figure 3. Calibration curve showing scale reading as a function 
of thickness for magnet 3 of the Magne-Gage. 

Carbonyl iron powder L (20 m average particle size), vibration-packed to 
equilibrium, used as backing material. 

diameter was blown at the end of a piece of 6-mm 
tubing. A second similar electrode was prepared 
with a 19.0-mm bulb. The ends of the bulbs were 
ground ofl' to leave holes about 2 to 3 mm in diameter. 
Pieces of aluminum foil 118 ixin thickness were then 
cemented over these holes. These simulated elec- 
trodes were filled with powder, the foil thicknesses 
m.easured with the Magne-Gage, and the readings 
compared with that obtained from the 118-^t straight- 
tube standard. Scale readings of 141, 141, and 142 
were obtained, the higher reading for the 15.5-mm 
bulb. This is of the order of the experimental errors 
involved. 

From the very nature of a powder, it seemed likely 
that the dial rc^adiug obtained on the Magne-Gage 
would depend on the degree of compacting of the 
powder, as well as on its particle size. Experiments 
were accordingly made on four of the five sizes 
available.'^ They were performed on the 118-/x 
straight-tube thickness standard and essentially 
duplicated on a typical glass electrode. The powder 

4 Available from Antara Division, General Aniline and Film Corp. 
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was packed l)y holding the filled electrode in the 
normal bulb-down position and running a mechan- 
ical vibrator up and down tlu^ outside of the glass 
tuh(\ In these experiments, a Sargent Idc^al electric 
mark(*r, set for a fairly high vibration amplitude, 
was used. Prelinnnary experiinents indicattMl that 
vil)ration time recpiired to reacli e(iuiHbrium and 
Magne-Gage scale reading at equilibrium both de- 
pended on the energy of vibration. No quantitative 
data were obtaiiunl on this point, but it must be 
emphasized that the method and energy of vibration 
select(Ml must l)e the same during measurement as 
during staiuhirdization. 

From the data summarizcHl in table 1, several 
facts are evident. For each of the* four gi-ades of 
carbonyl iron powckn* tried, vibration will result in 
packing to an equilibrium condition. The time 
needed to reach equilibrium decreases with increas- 
ing particle size. Figure 4, from the data for the 
straight-tube standard in table 1, illustrates this 
tendency. In addition, the scale readings at equi- 
librium decrease numerically with increasing particle 
size, as illustrated in figure 5. As can be seen from 
the calibration curves shown in figures 2 and 3, the 
sensitivity of measurement, as microns per scale 
division, decreases with increasing scale reading. 
Partially to keep this sensitivity as high as possible 
for any given thickness, but mainly to take advantage 
of the saving in vibration time involved, we selected 
20-jLt iron powder (grade L) as standard. Measure- 
ments were made after vibrating for 1.5 minutes. 

The data, table 2, indicate the pi'ecision possible. 
Measurements were made on two electrodes, using 
magnet 2, filling with iron powder L, and vibrating 
for 1.5 minutes. After every reading, the electrode 
was held bulb up, still stoppered, vibrated for about 
30 seconds until the powder separated from the 
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Table 2. Multiple measur emeriti of the thickness of two 
glass electrode bulbs 
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Figure 4. Duration of vibration required to reach equilibrium 
state of packing, as a function of average particle size of the 
carbonyl iron powders. 
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Figure 5. Scale reading after packing to equilibrium as a 
function of average particle size of the carbonyl iron powders. 



electrode tip and ther held bulb down and repacked 
for 1.5 minutes before the next reading was taken. 

With ordinary care, scale readings can easily be 
reproduced to within one unit. From an examina- 
tion of the calibration curves shown in figures 2 and 3, 
it can be seen that one scale unit amounts to about 
2 to 3 percent of the thickness measured, for thick- 
nesses down to about 30 //. For thinner membranes, 
this percentage increases somewhat, but measure- 
ment to 1 ^ is easily obtained. 

2.2. Measurement of Electrode Response 

Each electrode was prepared for voltage response 
measurement by soaking in distilled water over- 
night or longer. It was then filled with mercury 
[21], into which the measurement lead was dipped. 
A Beckman model G pH meter was used to measure 
the differences in potential developed in a series of 
Brit ton universal buffer solutions [4] between the 
experimental electrode and a well-conditioned com- 
mercial glass electrode (Beckman 1190) serving as a 
reference electrode. The difference between the 
measured potentials for the buffer solutions of pH 4 
and 8, divided by four, gave the departure of the 
electrode from the theoretical, in millivolts per pH 
unit. This departure subtracted from the theoretical 
59 mv per pH unit, gave the electrode response of 
the experimental electrode. 

3. Results 

3.1. Thickness Profile of a Glass Electrode 

It is obvious from the nature of the glass blowing 
process that a bulb blown at the end of a glass tube 
will be nonuniform in thickness. Alanv measure- 
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Figure 6. Thickness profile of a commercial gla. 



Azimuthal equidistant projection, with bulb tip taken as central point 
nesses in microns. 
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ments of the thickness of glass electrode bulbs, using 
the powder-backed magnetic nu^tbod, bavc^ sbowii 
that onl}^ in very unusual cases will the thin spot b(» 
where it might be expected, at the tip of the bulb in 
line with the axis of the tube. Almost invariably, 
it is 15 to 30 degrees off this spot. 

In order to fully illustrate the range of thicknc^ss 
in a glass electrode bulb, a typical commercial elec- 
trode (Beckman 1190) was emptied, cleaned and 
dried, and its thickness profile taken by means of 
measurements at 25 points on the lower half of the 
bulb. For presentation of the data, the bulb was 
treated as a geographic globe with the tip as a pole, 
and thickness measurements were taken along the 
circles of latitude and longitude. The great circle 
passing through the thin spot of the electrode was 
selected as the prime meridian. The data are plotted 
in figure 6 on an azimuthal equidistant projection [6] 
of the bulb, wIkm-c the tip is taken as the central 
point. 

3.2. Electrode Response versus Thickness 

The dependence of electrode response on bulb 
thickness was investigated for four different glasses, 
two of which were purported to be identical. Tlu\y 
are (1) 9-mm, tlnn-walled Corning 015 glass electrode 
tubing, recently purcliased for this investigation, 
(2) Corning 015 glass slab purchascMl about 20 years 
ago, (3) Kind)le soft glass tubuig, and (4) glass A, 
a single length of 9-mm, thick-walled tubing in- 
cluded in th(^ shipment of Corning 015 tubing, but 
differing from it in appearance and in all properties 
investigated. 

The electrode l)uli)s were blown on tubes of the 
same glass for all except the Corning 015 slab glass. 
Bulbs of that glass were blown on the tlnn-walled 
015 tubing, the only available glass tubing from which 
it would not crack away on cooling. 

The electrode responses obtahied for bulbs of 
various thicknesses of the foin* i>:lasses are shown in 
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Figure 7. Electrode response as a function of the thickness of 
the thinnest part of the electrode bulhj for four glasses. 

#, Corning 015 glass tubingfO, Corning 015 glass slab; n, Kimble soft glass 
tubing; A, glass A. 
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FicuRE 8. ^^ Departure thick fici-'s'' of four gkii^ses as a function 
of their hjfgroscopicitief 

figure 7. The thickness given is that of tlu^ thin 
spot of the glass l)ulb. The area of this thin spot is 
estimated to vary from |)erhai)s 2 to 10 mm ^, and 
would in any case be no smaller* than the 0.75 mm,^ 
whicli Maclnnes and Dole found to be large enough 
to give full chM'trock* response with their thin- 
membrane electroch^s [19]. 

The data show that, for each of the four glasses 
investigated, relatively thin bulbs give the full 
theoretical 59 mv/pH electrode response. For each 
glass there is a characteristic '^departure thickness", 
the maximum thickness that will permit full theo- 
retical response. Beyond tliis point, increasingly 
thick bulbs show increasing voltage (k^partures, as 
well as increasing difliculties and uncertainties of 
voltage nu^asurcMnent. Froin the data it is also 
evident why the two batches of Corning 015 glass 
were considered as different glasses. This bears 
out the earher findhigs of others [8] that this glass 
may be somewhat variable in composition. 

When tlu^ hygr()sco|)icities of the four glasses were 
compared by the method of Hubbard [11, 16], it 
was found that the higher the hygroscopicity of the 
glass, the greater was its departure thickness. This 
is shown in figure 8, and is consistent with previous 
findings that it is impossible to get full electrode 
response w^ith glasses of very low hygroscopicity 
[14, 15]. It is also of interest to note that the loga- 
rithm of the hygroscopicity appears to be a linear 
fimction of the departure thickness. 

4. Conclusions and Summary 

1. A magnetic method, employing iron powder, 
has been developed for the simple, rapid, and accu- 
rate determination of the thickness of glass electrode 
bulbs. The procedure has the additional advantage 
of not destroying the specimen. The method as 
given could be used with eqiud facility for thickness 
measurements on odd-shaped envelopes made of any 
nonmagnetic material. 
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2. A Cremer-Haber electrode bulb is nonuniform 
in thickness and has a thin spot that is usually 15 
to 30 degrees from the tip of the bulb. The tip is 
usually not, therefore, the weakest spot on the bulb, 
as has been supposed. 

3. Thin glass electrodes made of any of the glasses 
investigated will give full theoretical electrode 
response. 

4. For each glass investigated there is a character- 
istic departure thickness. A glass electrode whose 
minimum thickness is equal to or less than this de- 
parture thickness will give full theoretical electrode 
response, whereas a thicker one will not. 

5. For the glasses investigated, the departure 
thickness is a function of the hygroscopicity. Those 
of greater hygroscopicity will therefore permit the 
manufacture of electrodes of thicker and hence more 
rugged construction. 
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